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CERTIFICATE

OF COMPLIANCE

GITCHIA Institute of Global Certification (“GITCHIA") has examined the product and the
related technical file as per Annex Il and Ill of the product (s) and has been assessed
according to the Declaration of Conformity as per Annex IV as presented and certifies
that the below mentioned product complies with the applicable requirements of the
Regulation (EU) No. 2017/745 of the European Parliament and of the Council of 5 April
2017 concerning medical devices (“MDR") for Class 1 Medical Devices and meet the
transposition into national and international laws. All supporting documentations are
retained under the premises of the manufacturer. GITCHIA is exclusively responsible for
the declaration of conformity. The Directive(s) and Standard or Specification as below.

Certificate Holder  Strongman Medical Products

Company Address  739-A, Punjab Small Industrial Estate, Sargodha road, Faisalabad

Product Brand Strongman

Product Name See Annex 1

Classification Class | (non-sterile, without measuring function) according to
Annex VIl and Article 51 of the MDR

Assessment Route EC Declaration of Conformity (Annex IV of Regulation (EU)
No. 2017/745)

Examined for Compliance with: Regulation (EU) No. 2017/745

Reference: The classification rules in Annex Vil and Article 51 of the MDR
Relevant Standard(s)/Technical Specification: Regulation (EU) No. 2017/745 of the
European Parliment and of the Council of 5 April 2017 concerning medical devices
Harmonized & Applicable Standards References: BS EN 1041:2008+A1:2013,
EN ISO 13485:2016/AC:2016, EN ISO 10993-1:2009 This Declaration of Conformity
covers all medical devices as specified in the product list belonging to this
declaration

Limitations: GITCHIA has liabilities limited to the audit for compliance of the
products and in case of alteration of the products, not agreed upon by us, this
declaration will lose its validity automatically.

Technical File Reference No. (f_yk-2020-Ds-28
Verification Report No. CE2020.G.UK.032
Expire Date of the Certificate pqj| 01, 2023
Start of CE Marking April 02, 2022

Place, Date of Issue Rome, April 02, 2022
Certificate No. CE-UK-2020087

£ Ry

Signed on behalf of GITCHIA ltaly Branch:

Leonardo Pavoletti Eduardo Ricagni
General Manager Scheme Manager

General Conditions for Certification Services: This registration was subject to the GITCHIA terms and conditions, auditing and certification procedures, The

certificate [s subject to regular surveillance audits, To take care of the effectivity of certificate organization should have to successfully pass the audit. While all due

care and competence was practiced in carrying out the assessment, GITCHIA accepts only responsibility for the proven gross negligence. This certificate remains
the property of GITCHIA. The first certificate and every one copies shall be came or destroyed upon the request by GITCHIA. This document is copy right protected.
Content could not be duplicated without the prior written permission of GITCHIA. Any misapplication, modification, deceit and fabrication is unlawful, s

Head office: Via di Campo Marzio, 634, 00186 Rome RM, Italy )

Local office: 120 Q, Phase- ||, Johar Town, Lahore, Pakistan
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GITCHIA

CERTIFICATE

OF COMPLIANCE

List of product(s) attachment to the certificate of compliance

Manufacturer: Strongman Medical Products

Annex 1

Product Artical Number
Foam Mattress With Cover 100-F

Full Fowler Bed deluxe manual (series) 101-T

Full Fowler Bed standard manual (series) 102-K

Full Fowler Bed super deluxe manual (series) 103-K

Certifikat

Semi Fowler Bed simple manual (series) 104-S

General Ward Bed economy simple manual (series) 105-E

Bed Side Cabinet deluxe (series) 106-D

Bed Side Locker standard (series) 107-A
Over Bed Table deluxe (series) 108-H
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Over Bed Table standard (series) 109-T
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Attendant Stool Locker 110-A
Attendant Bench Cum Bed 115-K
Patient Attendant Bench standard (series) 120-5
Bed Side Guard, Foldable Set 120-5
Bed Side Guard Foldable Set, Imported 121-S
Baby Bassinet, Crib Trolley (series) 130-K
Baby Safe Cot Infants 131-A
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IV Pole (series) 154-|
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Baby Cot Trendelenburg (series) 177-A
OT Table 200-D
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Dialysis Chair -Single motor Electric (series) 215-N
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Dialysis Chair - Double motor Electric (series) 216-K
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Dialysis Chair 3 motor Electric (series) 217-K
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Emergency Recovery Bed (series) .« 220-R
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Patient Bed — Hydraulic (series) 225-H
ICU Bed - Hydraulic (series) 227-H
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Obstetric Delivery Bed, Electric (series) 236-G

[
w

Hospital Bed Electric, 4 Motor (series) 238-E
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Hospital Bed Electric, 5 Function, 4 Motor (series) 239-E
Phototherapy Light 242-U
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Leonardo Pavoletti Eduardo Ricagni
General Manager Scheme Manager

CE-UK-2020087
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Signed on behalf of GITCHIA ltaly Branch:

Certificate
Ceptudukar

General Conditions for Certification Services: This registration was subject to the GITCHIA terms and conditions, auditing and certification procedures, The
certificate is subject to regular surveillance audits. To take care of the effectivity of certificate organization should have to successfully pass the audit. While all due
care and competence was practiced in carrying out the assessment, GITCHIA accepts only responsibility for the proven gross negligence. This certificate remains
the property of GITCHIA. The first certificate and every one copies shall be came or destroyed upon the request by GITCHIA, This document is copy right protected.
Content could not be duplicated without the prior written permission of GITCHIA. Any misapplication, modification, decgit and fabrication is unlawful.

Head office: Via di Campo Marzie, 634, 00186 Rome RM, Italy : i

Local office: 120 Q, Phase- Il, Johar Town, Lahore, Pakistan .
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List of product(s) attachment to the certificate of compliance
Manufacturer: Strongman Medical Products

Annex 1
Sr.No Product Artical Number -
31 Infant Warmer - electric 248 (4]
32 Gynae Examination Couch standard 260-G ==
33 Gynae Examination Couch, Electric |- 262-G E
34 Gynae Delivery Table (series) 270-G :
35 [ Two Part Obstetric Bed (series) 280G v
36 Examination Couch (series) 300-K i
37 Couch Folding for Blood Collection 301-K
38 Examination Couch- Nova series 303-N
39 Ward Screen foldable (series) 305-K
40 Patient Revolving Stool standard (series) 310-K ©
41 Surgeon Stool, deluxe (series) 313:Di|. -2
42 Clinical Equipment Trolley 315-C 9
43 Waste Bin with Swinging Lid (series) 320-S "E
44 IV Transfusion Stand Standard (series) 325-L B
45 IV Transfusion Stand, Deluxe (series) 326-D 8
46 IV Transfusion Stand, Stainless steel (series) 327-S
47 Cylinder Carriage Trolley (series) 330-G
48 Foot Step Single (series) 331-P
49 Foot Step Double (series) 332-P
50 Phlebotomy Chair 334-pP
51 X-Ray View Box, (series) 335% :
52 Linen Storage Trolley 345-L o
53 Linen Storage / Distribution Trolley , 346-L E
54 Dirty Linen Trolley, Roundel 347-D ':
55 Linen Handling Trolley (series) 348-K w
56 Cleaning Trolley 350-C o
57 3 Seater Bench with MS Seat 358-M
58 Stretcher Trolley Hi Lo 412-K
59 Stretcher Trolley- Standard 413-A
S 60 Stretcher Trolley - Deluxe 414-D o
61 Wheel Chair, Folding (Adult) 41§-K _ t = o
7/ e * bt x
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Signed on behalf of GITCHIA Italy Branch: : = =
Leonardo Pavoletti Eduardo Ricagni =5 -
General Manager ¢ Scheme Manager A o
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General Conditions for Certification Services: This registration was subject to the GITCHIA terms and conditions, auditing and certification procedures, The
certificate is subject to regular surveillance audits. To take care of the effectivity of certificate organization should have to successfully pass the audit. While all due
care and competence was practiced in carrying out the assessment, GITCHIA accepts only responsibility for the proven gross negligence. This certificate remains
the property of GITCHIA. The first certificate and every one copies shall be came ar destroyed upon the request by GITCHIA. This document is copy right protected.
Content could not be duplicated without the prior written permission of GITCHIA. Any misapplication, modification, deceit and tabrication is unlawful.

Head office: Via di Campo Marzio, 634, 00186 Rome RM, Italy

Local office: 120 Q, Phase- Il, Johar Town, Lahore, Pakistan
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List of product(s) attachment to the certificate of compliance
Manufacturer: Strongman Medical Products

Annex 1

Product Artical Number
Blood Donor Chair (series) 416-F

Transport Trolley 416-T

Wheel Chair, Fixed Frame ‘ 418-D

Commode Chair SS ‘ 425-K

Instrument Trolley (series) 510-T
Dressing Trolley 520-M

Medicine Trolley 525-M

Dressing Treatment Trolley 530-0

Mayo Stand (series) 540-H
Kick Bucket -5S 550-K
Bowl Stand (series) 555-8
Sterilized Drum Stand (series) 560-D

Transport Trolley, 55 565-K
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Scrub Unit (series) 570-S
Mortuary / Autopsy Table & Trolleys (series) 580-A
Mortuary Freezer (series) 590-F
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Clinical Examination Trolley (series) 602-C

Crash Trolley - Standard 603-C
Crash Trolley {Red) 604-C

Endoscope Equipment Trolley 605-E

Swab Hanger, SS 609-5

Infusion Preparation Rack, SS 610-l

Monitor Rack (series) 612-M

ECG Trolley (series) 613-E

Sertifikat

Medicine Trolley — Slop (series) 614-P

Record Trolley 616-R

Instrument Cabinet (series) 620-1

Medicine / Drug Cabinet 625-D

Dr. Changing Cabinet (series) 630-C
Food Trolley Tray (series) 640-F

CE-UK-2020087

Food Distribution Trolley — Container (series) 650-F

£ Bk

Leonardo Pavoletti Eduardo Ricagni
General Manager Scheme Manager

Signed on behalf of GITCHIA Italy Branch:

Ceptudwmkar

General Conditions for Certification Services: This registration was subject to the GITCHIA terms and conditions, auditing and certification procedures. The
certificate s subject to regular surveillance audits, To take care of the effectivity of certificate organization should have to successfully pass the audit. While all due
care and competence was practiced in carrying out the assessment, GITCHIA accepts only responsibility for the proven gross negligence. This certificate remains
the property of GITCHIA. The first certificate and every one copies shall be came or destroyed upon the request by GITCHIA, This document is copy right protected.
Content could not be duplicated without the prior written permission of GITCHIA. Any misapplication, modification, deceit and fabrication is unlawful.

Head office: Via di Campo Marzio, 634, 00186 Rome RM, Italy )

Local office: 120 Q, Phase- II, Johar Town, Lahore, Pakistan
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